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Althea Technologies Statement of Work Amendment 

1.0 Statement of Work Information 

Statement of Work Number: 	 7-SW-TG0301.0401 

Statement of Work Title: 	 Quantification of tgAAC94 and Rep in Human 
 
Tissue by Real-Time Quantitative Polymerase 
 
Chain Reaction Analysis 
 

Amendment Number: 	 1 

Effective Date: 	 Date of Principal Investigator's signature in the 
Approv(l[s section of this amendment 

http://www.altheatech.com
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2.0 Change 1: Section 9.0, Criteria for Determination of a Valid Assay, ptep 9.1.2(page 
4) 
2.1 Oiiginal Statement of Work 

9.1.2 	 The negarive extraction co101roI(NEC)and 0 copy slundards must test 
below the limit ofdetectiom of the assay. 

9.1.2 	 The negative extraction control (NEC) and 0 copy standards must test 
below the lower limit of quantification of the assay. 

Justification: 	 Document Error: Assay was transferred accordingto original 
Sponsor development for which a limit of detection was not 
determined. Reference to "Limit of Detection" is not applicable. 


